[New unit construction urologic endoscopes].
Drawbacks of serially-produced cystoscopes are considered along with their technical perfection. The calculation results for a new light-power optical ststem for cystoscope are reported and the structure of optical tube incorporated in those unified urological endoscopes with its main parameters are given. A conclusion is made regarding the technical perfection of currently produced Soviet cystoscopes.